Sleep Breath
DOI 10.1007/s11325-007-0130-1

ORIGINAL ARTICLE

Effect of an intra-oral nasal dilation appliance on 3-D nasal
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Abstract To determine the effects of a nasal dilation
appliance on 3-D nasopharyngeal airway patency. The
sample comprised 187 adults (98 males, 89 females) with
a history of sleep-disordered breathing. Acoustic rhinom-
etry readings were taken from all patients before and after
the intra-oral placement of a nasal dilation appliance
(OASYS®). The mean left and right nasopharyngeal
airways were reconstructed in 3-D, and the data from the
right and left nostrils were subjected to principal compo-
nents analysis (PCA) and finite-element scaling analysis
(FESA). Comparing the pre- and post-treatment 3-D mean,
left nasopharyngeal airways using PCA, the first two
eigenvalues accounted for 96% of the total shape change,
and statistical differences were found (p<0.01). Similarly,
for the right side, significant differences were detected
between the mean pre- and post-treatment 3-D nasopharyn-
geal airways (p<0.01) using PCA. Using FESA to quantify
and localize changes after the placement of the nasal
dilation appliance, the 3-D mean, normalized, left nasopha-
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ryngeal airway was found to be 14% wider in the anterior
nasal valve region and 28% wider in the distal regions,
while the 3-D mean, normalized, right nasopharyngeal
airway was 13% wider in the anterior nasal valve region
and 27% wider further distally. The use of an intra-oral
nasal dilation appliance may be useful in the management
of nasopharyngeal conditions, such as snoring, upper
airway resistance syndrome, sleep-disordered breathing,
and obstructive sleep apnea, especially in cases where
nasal obstruction is demonstrable.
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Introduction

External nasal morphology does not always correlate well
with the nasopharyngeal airway anatomy, and traditional
methods used to assess airway size are unreliable [1].
Cheng et al. [2] reconstructed a nasal airway model from an
in vivo magnetic resonance imaging (MRI) scan of an adult
male to determine nasal airway response to pharmaceutical
agents, as it is thought that patients with chronic airway
issues may present with airflow obstruction due to long-
term inflammatory processes. In this respect, Nuhoglu et al.
[3] investigated changes in the nasopharynx in children
with asthma using computerized tomography (CT) and
reported that sinus mucosa thickening, concha hypertrophy,
and septal deviation were present inter alia. Similarly, Filho
et al. [4] evaluated cephalometric radiography and naso-
pharyngeal video-endoscopy for the diagnosis of nasopha-
ryngeal airway obstruction. They reported that cephalometric
diagnoses of hypertrophy of the middle and inferior turbinates
exhibited high sensitivity but low specificity when compared
to nasopharyngeal endoscopy.
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In contrast, acoustic rhinometry (AR) seems to be a reliable
method of assessment of the nasopharyngeal airway in
children [5]. As well, Zambetti et al. [6] employed AR in
normal adult subjects to determine areas within the nasal
cavity that influence the dynamics of nasal airflow.
However, when Tarhan et al. [7] compared AR data to CT
data, they reported that AR nasal cavity measurements in
healthy adults remain accurate to the level of the paranasal
sinus ostia, but further posteriorly AR tends to overestimate
cross-sectional areas. Nevertheless, AR is useful for diagno-
sis, and it is also a reliable method to show the dimensional
changes of the nasal cavity before and after a given
treatment such as turbinate surgery, septo- and rhinoplasty,
orthognathic surgery, and paranasal sinus surgery [8].
Therefore, AR is a tool that can aid in the assessment of
nasal obstruction and can also be used to document the
effect of surgery on nasal airway obstruction [9].

Although nasal airway function may be a component of
sleep-disordered breathing (SDB) in some patients, the
relationship between nasal airway function, SDB, and
upper airway resistance syndrome (UARS) remains unclear.
However, it is thought that correction of nasal obstruction
can improve night-time breathing in some patients [10].
Furthermore, the majority of patients undergoing rhytidec-
tomy reported improvement of nasal breathing and demon-
strated an increase in the nasal valve cross-sectional area as
measured with AR, possibly as a post-rhytidectomy melona-
sal consequence [11]. Thus, clinical protocols that enhance
the dimension of the nasal airway at the nasal valve or nasal
isthmus may have beneficial effects for patients with SDB
or UARS.

The OASYS® system (Fig. 1a) is a custom-made dental
device for the treatment of sleep apnea. It has nasal dilator
buttons that extend from the upper flange and are positioned
under the upper lip. The lips can close together by stretching
around the buttons, but there may be concurrent effects on
the nasal airway. Therefore, the aim of this study is to test the
effect of an intra-oral nasal dilation appliance (OASYS®,

Fig. 1 a Intra-oral nasal dilation
appliance (OASYS®) with blue
nasal dilator buttons. b The
main body of the OASYS® has
red nasal dilator buttons and a
separate upper splint to distrib-
ute the forces and protect the
upper teeth
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Fig. 1b) on 3-D nasal airway morphology in adults. The null
hypothesis to be tested is that an intra-oral nasal dilation
appliance has no effect on the nasal airway. Rejection of the
null hypothesis will be based on quantification and localiza-
tion of any changes detected and will provide preliminary
evidence for the use of a non-surgical approach to enhance
nasal airway function, which may be a component of SDB
and/or UARS in some patients.

Materials and methods

This retrospective study was based on clinical assessments
made as part of clinical treatment for SDB, after obtaining
each patient’s consent. All identities were kept anonymous
throughout the study. The sample comprised 187 consecu-
tive adults (98 males, 89 females) with a history of SDB/
UARS diagnosed with a sleep laboratory polysomnograph
(PSG) before treatment. The mean age of the patients was
53.24+13 years, with a mean body mass index (BMI) of
28.2+5.8 and a mean respiratory disturbance index (RDI)
of 31+19.5, as determined from the sleep laboratory PSG.
Dental impressions were taken from each patient’s upper
and lower dental arches by one clinician (MA) using
standard dental impression materials, such as alginate or
polyvinyl silicone, with careful attention to extend the
impression to capture the vestibule anterior to the maxilla.
A positional bite registration was also taken at 70-80% of
maximum protrusion with 3—4 mm inter-incisal opening.
Dental casts were made from the impressions, and the casts
along with the bite registration were sent to a laboratory to
manufacture the OASYS® device.

The laboratory constructed the main body of the
OASYS® with a separate upper splint to distribute the
forces and protect the upper teeth (Fig. 1). This upper splint
was seated on the upper dental arch and checked for fit and
comfort. The main body of the OASYS® fits onto the lower
posterior teeth. It is constructed of a thermo-sensitive base
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material that is warmed to soften it, making the fit over the
lower posterior teeth easier. It was seated onto the dental
arch, and each patient was instructed to move their
mandible forward and position the upper segment in front
of the upper anterior teeth so that the mandible was held
forward. The nasal dilator buttons were adjusted to position
them approximately centered between the lower border of
the nose and the commissure of the lips. In this position, the
buttons were located just lateral to the nasal-labial folds and
anterior to the maxilla, to generate a stretch of the upper lip.
Each patient was then instructed to breath through the nose
for a period of 5 min.

At the delivery appointment, following the recommen-
dations of Hilberg and Pedersen [12], AR readings were
taken from all patients before and after the intra-oral
placement of a nasal dilation appliance. The same protocol
was used for quality control and optimal application of the
AR by a trained operator (MA), who followed the same
operating procedure under similar environmental condi-
tions. Figure 2 shows an AR reading being taken. Attention
was given to the nosepiece and the coupling between the
equipment and the nose to obtain a correct position and
sufficient seal without disturbing the nasal anatomy. All
readings were taken after following the manufacturer’s
instructions on calibration procedures. From the readings,
the mean, minimum cross-sectional areas (MCA) and mean
nasal volume measurements were calculated and subjected
to paired, two-tail ¢ tests.

Using appropriate software, the mean left and right
nasopharyngeal airways were also reconstructed in 3-D, and
the data from the right and left nostrils were subjected to
principal components analysis (PCA) and finite-element
scaling analysis (FESA). A PCA can be used to compare
different groups of patients with specific characteristics [13].
Normally, a few modes (the principal components) are
sufficient to describe all of the shapes approximately.
Importantly, the points representing the shapes in the mode
space are grouped according to their main characteristics.
Thus, PCA is the determination of axes that account for the
maximal variance. If PCA is applied, the two most significant
modes can be used for classification/diagnostic purposes [14].

Similarly, FESA can be used to depict clinical changes in
terms of allometry (size-related shape change). Initially,
Procrustes superimposition is used to rotate, translate, and
scale the configurations to equivalent size. Using FESA, the
change in form between a reference configuration and
target configuration can then be viewed as a continuous
deformation, which can be quantified based on major and
minor strains (principal strains). If the two strains are equal,
the form change is characterized by a simple increase or
decrease in size. However, if one of the principal strains
changes in a greater proportion transformation occurs in
both size and shape. The product of the strains indicates a

Fig. 2 Head position was standardized while AR readings were taken
in a dental chair with the patient looking straight ahead with the
Frankfurt plane approximately parallel to the floor. Once in the correct
position, attention was given to the nosepiece and the coupling
between the equipment and the nose to obtain a sufficient seal without
disturbing the nasal anatomy. All readings were taken after following
the manufacturer’s instructions on calibration procedures

change in size if the result is not equal to 1. For example, a
product >1 represents an increase in size equal to the
remainder; 1.09 indicates a 9% increase. Similarly, a
product of 0.85 indicates a 15% decrease. The products
and ratios can be resolved for individual landmarks within
the configuration, and these can be linearized using a log-
linear scale. For ease of interpretation, a pseudo-color-coded
scale can be deployed to provide a graphic display of size
change [14].

Results

Using conventional measurements, the MCA at 2—4 cm of
the analysis segment without the appliance was 0.67+
0.27 cm?. After insertion of the nasal dilation appliance, the
MCA increased to 0.91+0.35 cm? (p=0.00016). Similarly,
the mean nasal volume at that location was 3.18+1.8 cm’
before treatment. After insertion of the nasal dilation
appliance, the mean nasal volume increased to 3.27+
1.67 cm?, but this increase failed to reach statistical
significance (p=0.64). Therefore, geometric morphometrics
were used to localize and quantify any changes using
normalized data.

Using PCA to compare the left and right nasopharyngeal
airways before treatment, no significant differences were
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found (p=0.59). However, using PCA to compare the left
nasal cavities before and after the insertion of the nasal
dilation appliance, a significant difference was detected (p=
0.0012), with the first two principal components accounting
for some 96% of the total shape change (Fig. 3). Similarly,
using PCA to compare the right nasopharyngeal airways
before and after the insertion of the nasal dilation appliance,
a significant difference was detected (p=0.0002), with the
first two principal components accounting for about 95% of
the total shape change (Fig. 4).

Figure 5 shows the pre-treatment 3-D mean, left nasopha-
ryngeal airway (colored purple) superimposed on the post-
treatment 3-D mean, left nasopharyngeal airway (colored
pink) with the nasal dilation appliance in situ. It is apparent
that the post-treatment 3-D mean, left nasopharyngeal airway
(colored pink) is wider.

Using pseudo-colored FESA to quantify these local
changes, Fig. 6 shows the effect of the nasal dilation
appliance on the 3-D mean right nasopharyngeal airway.
Using the vertical pseudo-color scale, the orange color
demonstrates that the right nasopharyngeal airway is 13%
relatively wider in the anterior nasal valve region and about
27% wider further distally (red coloration). Similarly, for
the post-treatment 3-D mean left nasopharyngeal airway,
the orange region indicates a relative 14% airway enhance-
ment in the anterior nasal valve region and a 28%
improvement in the distal regions of the nasal airway (red
coloration, Fig. 7).

Discussion

Recent literature has established AR as a valid instrument
for objectively documenting nasal patency [15]. For

e |B .
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Fig. 3 Principal components analysis comparing the left nasopharyn-
geal airways (LB, red dots) before and after the insertion of the nasal
dilation appliance (LA, green dots). Using the first two principal
components, which account for 96% of the total shape change, a
significant difference was detected (p=0.0012)
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Fig. 4 Principal components analysis comparing the right nasopha-
ryngeal airways (RB, red dots) before and after the insertion of the
nasal dilation appliance (R4, green dots). Using the first two principal
components, which account 95% of the total shape change, a
significant difference was detected (p=0.0002)

example, Mamikoglu et al. [16] found that the diagnosis
of nasal septal deviation can be supported by AR. The nasal
dilation appliance investigated in this study (OASYS®,
Fig. 1) stretches the upper lip using intra-oral nasal dilator
buttons that extend from the upper flange and are
positioned inside the upper vestibule. Although no quanti-
tative data was collected in this particular study for
compliance, we found that patient tolerance was high, and

Fig.5 The pre-treatment 3-D mean, left nasopharyngeal airway
(purple) superimposed on the post-treatment 3-D mean, left nasopha-
ryngeal airway (pink) with the nasal dilation appliance in situ. It is
apparent that the post-treatment 3-D mean, left nasopharyngeal airway
(pink) is wider
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side-effects were limited to mild, mucosal irritation. In one
case, the nasal buttons were temporarily removed and the
device used as a repositioning appliance until patient
tolerance improved. Nevertheless, while wearing the de-
vice, there may be concomitant effects on the nasal airway,
and therefore, it may be useful for the treatment of sleep
apnea where nasal obstruction is suspected. However, the
effectiveness of this appliance depends on its ability to
maintain nasal patency in the supine position while asleep.
While these conditions remain outside the scope of the
present study, with the appliance in situ, a ~25% increase in
the mean MCA (p<0.001) was found in the erect sitting
position during wakefulness. In addition, the average
increase in nasal cavity anatomy was ~0.05cm’, but this
failed to reach statistical significance because inherent size
variation of the sample masked the small volume increase.
In addition, while =~83% of patients showed an increase in
nasal cavity volume, the remainder showed a decrease,
using non-scaled data. Thus, the clinical benefits observed

Pseudo Color Scales |
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Fig. 6 Pseudo-colored finite-element analysis to show the results of
the nasal dilation appliance on the 3-D mean right nasopharyngeal
airway. The vertical pseudo-color scale indicates that the right
nasopharyngeal airway is 13% wider in the anterior nasal valve
region (orange) and about 27% wider further distally (red)
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Fig. 7 Pseudo-colored finite-element analysis to show the results of
the nasal dilation appliance on the 3-D mean left nasopharyngeal
airway. The vertical pseudo-color scale indicates that the right
nasopharyngeal airway is 14% wider in the anterior nasal valve
region (orange) and about 28% wider further distally (red)

in this preliminary were supported by conventional meas-
urements, but it remains important to corroborate the
current findings with other assessments of functional
outcome, such as quantification of nasal resistance, subjec-
tive nasal symptoms, etc., before any claims of clinical
benefits can be made. Therefore, the above investigations
remain as a premise for future studies.

In this present study, mean 3-D nasal cavities were also
reconstructed using a novel technique [14]. Earlier, Terheyden
et al. [17] processed CT data, and a virtual 3-D model of
each nasal cavity was constructed. The measuring accuracy,
using CT as the gold standard, revealed a mean error at the
nasal valve of 5% and at the nasal isthmus of 2%. Beyond
6 cm, the correlation decreased and overestimation of the
true area occurred. Similarly, Djupesland and Rotnes [18]
replicated a nasal airway using stereolithography from a 3-D
magnetic resonance imaging (MRI) scan. The influence of
the maxillary sinuses depended on the size of the ostia, and
sound leakage represented an important source of error
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reducing the accuracy of posterior measurements. Therefore,
for the purposes of this current study, only readings within
6 cm of the anterior nares will be considered pertinent for
discussion. In addition, male and female patients were
analyzed together, as no statistical difference with regard to
gender distribution has been demonstrated [19]. Accordingly,
the analytical results obtained for the left and right nostrils in
this current study were similar, reflecting the notions of
Kalmovich et al. [19]. In addition, it should be noted that
measurement errors of AR are a function of positional
variation during data acquisition [20]. Therefore, all AR was
performed in the erect position in all cases at all times with
the patient sitting in the same dental chair. The same dental
chair was used by the same operator (MA) with patients
sitting in it with a similar head position (Fig. 2).

Nasal resistance depends on the geometric and morpho-
logic features of the nasal airway and on the airflow. In this
study, we employed geometric morphometrics to demonstrate
size and shape changes in the critical nasal valve (isthmus)
region because, according to Poisseuille’s equation, resistance
to airflow is inversely proportional to the radius of the
cylinder to the fourth power. This means that even a small size
or shape change at this site will have large repercussions.
Using PCA on normalized data, the results indicated that the
appliance had a positive effect on nasal cavity morphology. In
addition, the change in MCA in this region (between 2—4 cm)
indicated an increase of about 25% using non-scaled data.
Furthermore, the distribution of cross-sectional areas in the
nasal cavity obtained using AR was reconstructed in 3-D [14]
and quantified this increase localized at the critical nasal
valve. Zheng et al. [21] demonstrated that AR can provide
information on nasal physiology, pathophysiology, and
diagnosis in adults, as well as for the assessment of
therapeutic effectiveness. However, it is thought that the
areas of the nasal airway cavity with highest resistance are
located in an anterior position, where the differential nasal
resistances are higher [22]. Moreover, Cakmak et al. [23]
reported that AR is a valuable method for measuring changes
in the nasal valve area. The results of the present study show
that the use of an intra-oral nasal dilation appliance enhances
the narrowest part of the nasopharyngeal airway by 13—14%.
Given that resistance to flow is proportional to the radius to
the fourth power, this enhancement likely represents a
substantial improvement for the patient. However, while
most of the patients volunteered a clinical improvement in
symptoms, no subjective data was collected in the present
study, and this observation remains as a premise for a further
study in the future.

Nonetheless, while AR is a useful, objective tool, which
correlates well with nasal obstruction, it is important to note that
when the minimum cross-sectional area is <0.2 cm?, measure-
ments beyond this site need to be considered with caution
[24]. Indeed, Cankurtaran et al. [25] simulated nasal valve
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morphology and suggested that AR does not provide reliable
information posterior to a significant constriction, such as
narrowing in the nasal valve area. Therefore, our results are
taken from within 6 cm of the anterior nares, as Numminen et
al. [26] suggest that the reliability of AR is very good in the
anterior and middle parts of the nasal cavities, while
evaluations based on the posterior regions are less accurate.
Despite these constraints, we found a 27-28% improvement
in the middle region of the nasal airway bilaterally with the
use of a non-surgical, intra-oral, nasal dilation appliance.
Nevertheless, it is important to note that the 3-D reconstruc-
tions represent mathematical modeling and not anatomical
reconstructions, such as those obtained from CT scans.
Despite its limitations, AR is useful in the evaluation of
nasal patency. For example, Yang et al. [27] used this
technique to investigate patients with deviated nasal septum
and surmised that AR can be used to determine reference
sites for nasal surgery. Similarly, Ahmad and Gendeh [28]
examined patients with nasal obstruction pre- and postop-
eratively where sinonasal surgery was indicated for correc-
tion of the abnormality and for post-operative evaluation.
Indeed, several techniques are also available to determine
the level of obstruction in snoring and obstructive sleep
apnea (OSA) syndrome, including AR [29]. According to
Morris et al. [10], the best candidates for nasal surgery for
SDB may be non-overweight patients with nasal obstruc-
tion. Nevertheless, while the role of nasal obstruction in
OSA is controversial [30], our current study provides
evidence that the nasal obstruction associated with a
spectrum of SDB, including moderate to severe OSA may
be ameliorated using a non-surgical, intra-oral, nasal
dilation appliance. The physiologic mechanisms of this
improvement are not fully understood but may involve
stretch receptors that induce some form of neuromuscular
reflex. The response may also be due in part to nasal
decongestion and/or vascular drainage. However, the
changes reported represent only short-term observations,
and it is not inconceivable that these may not be sustained
in the long term. Therefore, future studies will investigate
PSG outcomes with the use of the OASYS® device and
evaluate the long-term consequences, if any, of the appliance.

Acknowledgements We would like to thank J. Lourido for
assistance with this study.

References

1. Roberts K, Porter K (2003) How do you size a nasopharyngeal
airway. Resuscitation 56:19-23

2. Cheng YS, Holmes TD, Gao J, Guilmette RA, Li S, Surakitbanharn Y,
Rowlings C (2001) Characterization of nasal spray pumps and
deposition pattern in a replica of the human nasal airway. J Aerosol
Med 14:267-280



Sleep Breath

3.

10.

11.

13.

15.

Nuhoglu Y, Nuhoglu C, Sirlioglu E, Ozcay S (2003) Does
recurrent sinusitis lead to a sinusitis remodeling of the upper
airways in asthmatic children with chronic rhinitis. J Investig
Allergol Clin Immunol 13:99-102

. Filho DI, Raveli DB, Raveli RB, de Castro Monteiro Loffredo L,

Gandin LG Jr (2001) A comparison of nasopharyngeal endoscopy
and lateral cephalometric radiography in the diagnosis of
nasopharyngeal airway obstruction. Am J Orthod Dentofacial
Orthop 120:348-352

. Modrzynski M, Mierzwinski J, Zawisza E, Piziewicz A (2004)

Acoustic thinometry in the assessment of adenoid hypertrophy in
allergic children. Med Sci Monit 10:431-438

. Zambetti G, Filiaci F, Romeo R, Soldo P, Filiaci F (2005)

Assessment of Cottle’s areas through the application of a
mathematical model deriving from acoustic rhinometry and
rhinomanometric data. Clin Otolaryngol 30:128—134

. Tarhan E, Coskun M, Cakmak O, Celik H, Cankurtaran M (2005)

Acoustic rhinometry in humans: accuracy of nasal passage area
estimates, and ability to quantify paranasal sinus volume and
ostium size. J Appl Physiol 99:616-623

. Grymer LF (2000) Clinical applications of acoustic rhinometry.

Rhinol Suppl 16:35-43

. Lal D, Corey JP (2004) Acoustic rhinometry and its uses in

rhinology and diagnosis of nasal obstruction. Facial Plast Surg
Clin North Am 12:397-405

Morris LG, Burschtin O, Lebowitz RA, Jacobs JB, Lee KC (2005)
Nasal obstruction and sleep-disordered breathing: a study using
acoustic thinometry. Am J Rhinol 19:33-39

Capone RB, Sykes JM (2005) The effect of rhytidectomy on the
nasal valve. Arch Facial Plast Surg 7:45-50

. Hilberg O, Pedersen OF (2000) Acoustic rhinometry: recommen-

dations for technical specifications and standard operating
procedures. Rhinol Suppl 16:3-17

O’Higgins P (1999) In: Chaplain MAJ, Singh GD, McLachlan JC
(eds) On growth and form: spatio-temporal patterning in biology.
Wiley, England

. Singh GD, Olmos S (2007) Use of a sibilant phoneme registration

protocol to prevent upper airway collapse in patients with TMD.
Sleep Breath (in press)

Gosepath J, Belafsky P, Kaldenbach T, Rolfe KW, Mann WJ,
Amedee RG (2000) The use of acoustic rhinometry in predicting
outcomes after sinonasal surgery. Am J Rhinol 14:97-100

. Mamikoglu B, Houser S, Akbar I, Ng B, Corey JP (2000)

Acoustic rhinometry and computed tomography scans for the
diagnosis of nasal septal deviation, with clinical correlation.
Otolaryngol Head Neck Surg 123:61-68

17.

18.

19.

20.

21.

22.

23.

24.

25.

26.

27.

28.

29.

30.

Terheyden H, Maune S, Mertens J, Hilberg O (2000) Acoustic
rhinometry: validation by three-dimensionally reconstructed com-
puter tomographic scans. J Appl Physiol 89:1013-1021
Djupesland PG, Rotnes JS (2001) Accuracy of acoustic rhinometry.
Rhinology 39:23-27

Kalmovich LM, Elad D, Zaretsky U, Adunsky A, Chetrit A,
Sadetzki S, Segal S, Wolf M (2005) Endonasal geometry changes
in elderly people: acoustic rhinometry measurements. J Gerontol
A Biol Sci Med Sci 60:396-398

Harar RP, Kalan A, Kenyon GS (2002) Improving the reproducibility
of acoustic rhinometry in the assessment of nasal function. ORL J
Otorhinolaryngol Relat Spec 64:22-25

Zheng J, Wang YP, Dong Z, Yang ZQ, Sun W (2000) Nasal cavity
volume and nasopharyngeal cavity volume in adults measured by
acoustic rhinometry. Lin Chuang Er Bi Yan Hou Ke Za Zhi
14:494-495 (Article in Chinese)

Zambetti G, Moresi M, Romeo R, Filiaci F (2001) Study and
application of a mathematical model for the provisional assess-
ment of areas and nasal resistance, obtained using acoustic
rhinometry and active anterior rhinomanometry. Clin Otolaryngol
Allied Sci 26:286-293

Cakmak O, Coskun M, Celik H, Buyuklu F, Ozluoglu LN (2003)
Value of acoustic rhinometry for measuring nasal valve area.
Laryngoscope 113:295-302

Wang DY, Raza MT, Goh DY, Lee BW, Chan YH (2004)
Acoustic rhinometry in nasal allergen challenge study: which
dimensional measures are meaningful. Clin Exp Allergy 34:
1093-1098

Cankurtaran M, Celik H, Cakmak O, Ozluoglu LN (2003) Effects
of the nasal valve on acoustic rhinometry measurements: a model
study. J Appl Physiol 94:2166-2172

Numminen J, Dastidar P, Heinonen T, Karhuketo T, Rautiainen M
(2003) Reliability of acoustic rhinometry. Respir Med 97:421-427
Yang Y, Lang J, Wu J, Sun A, Fan J (2004) Acoustic rhinometry
measurement from the patients with deviation of nasal septum.
Lin Chuang Er Bi Yan Hou Ke Za Zhi 18:225-226 (Article in
Chinese)

Ahmad RL, Gendeh BS (2003) Evaluation with acoustic
rhinometry of patients undergoing sinonasal surgery. Med J
Malaysia 58:723-738

Faber CE, Grymer L (2003) Available techniques for objective
assessment of upper airway narrowing in snoring and sleep apnea.
Sleep Breath 7:77-86

Houser SM, Mamikoglu B, Aquino BF, Moinuddin R, Corey JP
(2002) Acoustic rhinometry findings in patients with mild sleep
apnea. Otolaryngol Head Neck Surg 126:475-480

@ Springer



	Effect of an intra-oral nasal dilation appliance on 3-D nasal airway morphology in adults
	Abstract
	Introduction
	Materials and methods
	Results
	Discussion
	References




<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (None)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (ISO Coated)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.3
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Perceptual
  /DetectBlends true
  /ColorConversionStrategy /sRGB
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 524288
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveEPSInfo true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts false
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
    /AardvarkPSMT
    /AceBinghamSH
    /AddisonLibbySH
    /AGaramond-Italic
    /AGaramond-Regular
    /AkbarPlain
    /Albertus-Bold
    /AlbertusExtraBold-Regular
    /AlbertusMedium-Italic
    /AlbertusMedium-Regular
    /AlfonsoWhiteheadSH
    /Algerian
    /AllegroBT-Regular
    /AmarilloUSAF
    /AmazoneBT-Regular
    /AmeliaBT-Regular
    /AmerigoBT-BoldA
    /AmerTypewriterITCbyBT-Medium
    /AndaleMono
    /AndyMacarthurSH
    /Animals
    /AnneBoleynSH
    /Annifont
    /AntiqueOlive-Bold
    /AntiqueOliveCompact-Regular
    /AntiqueOlive-Italic
    /AntiqueOlive-Regular
    /AntonioMountbattenSH
    /ArabiaPSMT
    /AradLevelVI
    /ArchitecturePlain
    /Arial-Black
    /Arial-BlackItalic
    /Arial-BoldItalicMT
    /Arial-BoldMT
    /Arial-ItalicMT
    /ArialMT
    /ArialMTBlack-Regular
    /ArialNarrow
    /ArialNarrow-Bold
    /ArialNarrow-BoldItalic
    /ArialNarrow-Italic
    /ArialRoundedMTBold
    /ArialUnicodeLight
    /ArialUnicodeLight-Bold
    /ArialUnicodeLight-BoldItalic
    /ArialUnicodeLight-Italic
    /ArrowsAPlentySH
    /ArrusBT-Bold
    /ArrusBT-BoldItalic
    /ArrusBT-Italic
    /ArrusBT-Roman
    /Asiana
    /AssadSadatSH
    /AvalonPSMT
    /AvantGardeITCbyBT-Book
    /AvantGardeITCbyBT-BookOblique
    /AvantGardeITCbyBT-Demi
    /AvantGardeITCbyBT-DemiOblique
    /AvantGardeITCbyBT-Medium
    /AvantGardeITCbyBT-MediumOblique
    /BankGothicBT-Light
    /BankGothicBT-Medium
    /Baskerville-Bold
    /Baskerville-Normal
    /Baskerville-Normal-Italic
    /BaskOldFace
    /Bauhaus93
    /Bavand
    /BazookaRegular
    /BeauTerrySH
    /BECROSS
    /BedrockPlain
    /BeeskneesITC
    /BellMT
    /BellMTBold
    /BellMTItalic
    /BenguiatITCbyBT-Bold
    /BenguiatITCbyBT-BoldItalic
    /BenguiatITCbyBT-Book
    /BenguiatITCbyBT-BookItalic
    /BennieGoetheSH
    /BerlinSansFB-Bold
    /BerlinSansFBDemi-Bold
    /BerlinSansFB-Reg
    /BernardMT-Condensed
    /BernhardBoldCondensedBT-Regular
    /BernhardFashionBT-Regular
    /BernhardModernBT-Bold
    /BernhardModernBT-BoldItalic
    /BernhardModernBT-Italic
    /BernhardModernBT-Roman
    /Bethel
    /BibiGodivaSH
    /BibiNehruSH
    /BKenwood-Regular
    /BlackadderITC-Regular
    /BlondieBurtonSH
    /BodoniBlack-Regular
    /Bodoni-Bold
    /Bodoni-BoldItalic
    /BodoniBT-Bold
    /BodoniBT-BoldItalic
    /BodoniBT-Italic
    /BodoniBT-Roman
    /Bodoni-Italic
    /BodoniMTPosterCompressed
    /Bodoni-Regular
    /BookAntiqua
    /BookAntiqua-Bold
    /BookAntiqua-BoldItalic
    /BookAntiqua-Italic
    /BookmanOldStyle
    /BookmanOldStyle-Bold
    /BookmanOldStyle-BoldItalic
    /BookmanOldStyle-Italic
    /BookshelfSymbolFive
    /BookshelfSymbolFour
    /BookshelfSymbolOne-Regular
    /BookshelfSymbolThree-Regular
    /BookshelfSymbolTwo-Regular
    /BookwomanDemiItalicSH
    /BookwomanDemiSH
    /BookwomanExptLightSH
    /BookwomanLightItalicSH
    /BookwomanLightSH
    /BookwomanMonoLightSH
    /BookwomanSwashDemiSH
    /BookwomanSwashLightSH
    /BoulderRegular
    /BradleyHandITC
    /Braggadocio
    /BrailleSH
    /BRectangular
    /BremenBT-Bold
    /BritannicBold
    /Broadview
    /Broadway
    /BroadwayBT-Regular
    /BRubber
    /Brush445BT-Regular
    /BrushScriptMT
    /BSorbonna
    /BStranger
    /BTriumph
    /BuckyMerlinSH
    /BusoramaITCbyBT-Medium
    /Caesar
    /CalifornianFB-Bold
    /CalifornianFB-Italic
    /CalifornianFB-Reg
    /CalisMTBol
    /CalistoMT
    /CalistoMT-Italic
    /CalligrapherRegular
    /CameronStendahlSH
    /Candy
    /CandyCaneUnregistered
    /CankerSore
    /CarlTellerSH
    /CarrieCattSH
    /CaslonOpenfaceBT-Regular
    /CassTaylorSH
    /CDOT
    /Centaur
    /CenturyGothic
    /CenturyGothic-Bold
    /CenturyGothic-BoldItalic
    /CenturyGothic-Italic
    /CenturyOldStyle-BoldItalic
    /CenturySchoolbook
    /CenturySchoolbook-Bold
    /CenturySchoolbook-BoldItalic
    /CenturySchoolbook-Italic
    /Cezanne
    /CGOmega-Bold
    /CGOmega-BoldItalic
    /CGOmega-Italic
    /CGOmega-Regular
    /CGTimes-Bold
    /CGTimes-BoldItalic
    /CGTimes-Italic
    /CGTimes-Regular
    /Charting
    /ChartreuseParsonsSH
    /ChaseCallasSH
    /ChasThirdSH
    /ChaucerRegular
    /CheltenhamITCbyBT-Bold
    /CheltenhamITCbyBT-BoldItalic
    /CheltenhamITCbyBT-Book
    /CheltenhamITCbyBT-BookItalic
    /ChildBonaparteSH
    /Chiller-Regular
    /ChuckWarrenChiselSH
    /ChuckWarrenDesignSH
    /CityBlueprint
    /Clarendon-Bold
    /Clarendon-Book
    /ClarendonCondensedBold
    /ClarendonCondensed-Bold
    /ClarendonExtended-Bold
    /ClassicalGaramondBT-Bold
    /ClassicalGaramondBT-BoldItalic
    /ClassicalGaramondBT-Italic
    /ClassicalGaramondBT-Roman
    /ClaudeCaesarSH
    /CLI
    /Clocks
    /ClosetoMe
    /CluKennedySH
    /CMBX10
    /CMBX5
    /CMBX7
    /CMEX10
    /CMMI10
    /CMMI5
    /CMMI7
    /CMMIB10
    /CMR10
    /CMR5
    /CMR7
    /CMSL10
    /CMSY10
    /CMSY5
    /CMSY7
    /CMTI10
    /CMTT10
    /CoffeeCamusInitialsSH
    /ColetteColeridgeSH
    /ColonnaMT
    /ComicSansMS
    /ComicSansMS-Bold
    /CommercialPiBT-Regular
    /CommercialScriptBT-Regular
    /Complex
    /CooperBlack
    /CooperBT-BlackHeadline
    /CooperBT-BlackItalic
    /CooperBT-Bold
    /CooperBT-BoldItalic
    /CooperBT-Medium
    /CooperBT-MediumItalic
    /CooperPlanck2LightSH
    /CooperPlanck4SH
    /CooperPlanck6BoldSH
    /CopperplateGothicBT-Bold
    /CopperplateGothicBT-Roman
    /CopperplateGothicBT-RomanCond
    /CopticLS
    /Cornerstone
    /Coronet
    /CoronetItalic
    /Cotillion
    /CountryBlueprint
    /CourierNewPS-BoldItalicMT
    /CourierNewPS-BoldMT
    /CourierNewPS-ItalicMT
    /CourierNewPSMT
    /CSSubscript
    /CSSubscriptBold
    /CSSubscriptItalic
    /CSSuperscript
    /CSSuperscriptBold
    /Cuckoo
    /CurlzMT
    /CybilListzSH
    /CzarBold
    /CzarBoldItalic
    /CzarItalic
    /CzarNormal
    /DauphinPlain
    /DawnCastleBold
    /DawnCastlePlain
    /Dekker
    /DellaRobbiaBT-Bold
    /DellaRobbiaBT-Roman
    /Denmark
    /Desdemona
    /Diploma
    /DizzyDomingoSH
    /DizzyFeiningerSH
    /DocTermanBoldSH
    /DodgenburnA
    /DodoCasalsSH
    /DodoDiogenesSH
    /DomCasualBT-Regular
    /Durian-Republik
    /Dutch801BT-Bold
    /Dutch801BT-BoldItalic
    /Dutch801BT-ExtraBold
    /Dutch801BT-Italic
    /Dutch801BT-Roman
    /EBT's-cmbx10
    /EBT's-cmex10
    /EBT's-cmmi10
    /EBT's-cmmi5
    /EBT's-cmmi7
    /EBT's-cmr10
    /EBT's-cmr5
    /EBT's-cmr7
    /EBT's-cmsy10
    /EBT's-cmsy5
    /EBT's-cmsy7
    /EdithDaySH
    /Elephant-Italic
    /Elephant-Regular
    /EmGravesSH
    /EngelEinsteinSH
    /English111VivaceBT-Regular
    /English157BT-Regular
    /EngraversGothicBT-Regular
    /EngraversOldEnglishBT-Bold
    /EngraversOldEnglishBT-Regular
    /EngraversRomanBT-Bold
    /EngraversRomanBT-Regular
    /EnviroD
    /ErasITC-Bold
    /ErasITC-Demi
    /ErasITC-Light
    /ErasITC-Medium
    /ErasITC-Ultra
    /ErnestBlochSH
    /EstrangeloEdessa
    /Euclid
    /Euclid-Bold
    /Euclid-BoldItalic
    /EuclidExtra
    /EuclidExtra-Bold
    /EuclidFraktur
    /EuclidFraktur-Bold
    /Euclid-Italic
    /EuclidMathOne
    /EuclidMathOne-Bold
    /EuclidMathTwo
    /EuclidMathTwo-Bold
    /EuclidSymbol
    /EuclidSymbol-Bold
    /EuclidSymbol-BoldItalic
    /EuclidSymbol-Italic
    /EuroRoman
    /EuroRomanOblique
    /ExxPresleySH
    /FencesPlain
    /Fences-Regular
    /FifthAvenue
    /FigurineCrrCB
    /FigurineCrrCBBold
    /FigurineCrrCBBoldItalic
    /FigurineCrrCBItalic
    /FigurineTmsCB
    /FigurineTmsCBBold
    /FigurineTmsCBBoldItalic
    /FigurineTmsCBItalic
    /FillmoreRegular
    /Fitzgerald
    /Flareserif821BT-Roman
    /FleurFordSH
    /Fontdinerdotcom
    /FontdinerdotcomSparkly
    /FootlightMTLight
    /ForefrontBookObliqueSH
    /ForefrontBookSH
    /ForefrontDemiObliqueSH
    /ForefrontDemiSH
    /Fortress
    /FractionsAPlentySH
    /FrakturPlain
    /Franciscan
    /FranklinGothic-Medium
    /FranklinGothic-MediumItalic
    /FranklinUnic
    /FredFlahertySH
    /Freehand575BT-RegularB
    /Freehand591BT-RegularA
    /FreestyleScript-Regular
    /Frutiger-Roman
    /FTPMultinational
    /FTPMultinational-Bold
    /FujiyamaPSMT
    /FuturaBlackBT-Regular
    /FuturaBT-Bold
    /FuturaBT-BoldCondensed
    /FuturaBT-BoldItalic
    /FuturaBT-Book
    /FuturaBT-BookItalic
    /FuturaBT-ExtraBlack
    /FuturaBT-ExtraBlackCondensed
    /FuturaBT-ExtraBlackCondItalic
    /FuturaBT-ExtraBlackItalic
    /FuturaBT-Light
    /FuturaBT-LightItalic
    /FuturaBT-Medium
    /FuturaBT-MediumCondensed
    /FuturaBT-MediumItalic
    /GabbyGauguinSH
    /GalliardITCbyBT-Bold
    /GalliardITCbyBT-BoldItalic
    /GalliardITCbyBT-Italic
    /GalliardITCbyBT-Roman
    /Garamond
    /Garamond-Antiqua
    /Garamond-Bold
    /Garamond-Halbfett
    /Garamond-Italic
    /Garamond-Kursiv
    /Garamond-KursivHalbfett
    /Garcia
    /GarryMondrian3LightItalicSH
    /GarryMondrian3LightSH
    /GarryMondrian4BookItalicSH
    /GarryMondrian4BookSH
    /GarryMondrian5SBldItalicSH
    /GarryMondrian5SBldSH
    /GarryMondrian6BoldItalicSH
    /GarryMondrian6BoldSH
    /GarryMondrian7ExtraBoldSH
    /GarryMondrian8UltraSH
    /GarryMondrianCond3LightSH
    /GarryMondrianCond4BookSH
    /GarryMondrianCond5SBldSH
    /GarryMondrianCond6BoldSH
    /GarryMondrianCond7ExtraBoldSH
    /GarryMondrianCond8UltraSH
    /GarryMondrianExpt3LightSH
    /GarryMondrianExpt4BookSH
    /GarryMondrianExpt5SBldSH
    /GarryMondrianExpt6BoldSH
    /GarryMondrianSwashSH
    /Gaslight
    /GatineauPSMT
    /Gautami
    /GDT
    /Geometric231BT-BoldC
    /Geometric231BT-LightC
    /Geometric231BT-RomanC
    /GeometricSlab703BT-Bold
    /GeometricSlab703BT-BoldCond
    /GeometricSlab703BT-BoldItalic
    /GeometricSlab703BT-Light
    /GeometricSlab703BT-LightItalic
    /GeometricSlab703BT-Medium
    /GeometricSlab703BT-MediumCond
    /GeometricSlab703BT-MediumItalic
    /GeometricSlab703BT-XtraBold
    /GeorgeMelvilleSH
    /Georgia
    /Georgia-Bold
    /Georgia-BoldItalic
    /Georgia-Italic
    /Gigi-Regular
    /GillSansBC
    /GillSans-Bold
    /GillSans-BoldItalic
    /GillSansCondensed-Bold
    /GillSansCondensed-Regular
    /GillSansExtraBold-Regular
    /GillSans-Italic
    /GillSansLight-Italic
    /GillSansLight-Regular
    /GillSans-Regular
    /GoldMinePlain
    /Gonzo
    /GothicE
    /GothicG
    /GothicI
    /GoudyHandtooledBT-Regular
    /GoudyOldStyle-Bold
    /GoudyOldStyle-BoldItalic
    /GoudyOldStyleBT-Bold
    /GoudyOldStyleBT-BoldItalic
    /GoudyOldStyleBT-Italic
    /GoudyOldStyleBT-Roman
    /GoudyOldStyleExtrabold-Regular
    /GoudyOldStyle-Italic
    /GoudyOldStyle-Regular
    /GoudySansITCbyBT-Bold
    /GoudySansITCbyBT-BoldItalic
    /GoudySansITCbyBT-Medium
    /GoudySansITCbyBT-MediumItalic
    /GraceAdonisSH
    /Graeca
    /Graeca-Bold
    /Graeca-BoldItalic
    /Graeca-Italic
    /Graphos-Bold
    /Graphos-BoldItalic
    /Graphos-Italic
    /Graphos-Regular
    /GreekC
    /GreekS
    /GreekSans
    /GreekSans-Bold
    /GreekSans-BoldOblique
    /GreekSans-Oblique
    /Griffin
    /GrungeUpdate
    /Haettenschweiler
    /HankKhrushchevSH
    /HarlowSolid
    /HarpoonPlain
    /Harrington
    /HeatherRegular
    /Hebraica
    /HeleneHissBlackSH
    /Helvetica
    /Helvetica-Bold
    /Helvetica-BoldOblique
    /Helvetica-Narrow
    /Helvetica-Narrow-Bold
    /Helvetica-Narrow-BoldOblique
    /Helvetica-Narrow-Oblique
    /Helvetica-Oblique
    /HenryPatrickSH
    /Herald
    /HighTowerText-Italic
    /HighTowerText-Reg
    /HogBold-HMK
    /HogBook-HMK
    /HomePlanning
    /HomePlanning2
    /HomewardBoundPSMT
    /Humanist521BT-Bold
    /Humanist521BT-BoldCondensed
    /Humanist521BT-BoldItalic
    /Humanist521BT-Italic
    /Humanist521BT-Light
    /Humanist521BT-LightItalic
    /Humanist521BT-Roman
    /Humanist521BT-RomanCondensed
    /IBMPCDOS
    /IceAgeD
    /Impact
    /Incised901BT-Bold
    /Incised901BT-Light
    /Incised901BT-Roman
    /Industrial736BT-Italic
    /Informal011BT-Roman
    /InformalRoman-Regular
    /Intrepid
    /IntrepidBold
    /IntrepidOblique
    /Invitation
    /IPAExtras
    /IPAExtras-Bold
    /IPAHighLow
    /IPAHighLow-Bold
    /IPAKiel
    /IPAKiel-Bold
    /IPAKielSeven
    /IPAKielSeven-Bold
    /IPAsans
    /ISOCP
    /ISOCP2
    /ISOCP3
    /ISOCT
    /ISOCT2
    /ISOCT3
    /Italic
    /ItalicC
    /ItalicT
    /JesterRegular
    /Jokerman-Regular
    /JotMedium-HMK
    /JuiceITC-Regular
    /JupiterPSMT
    /KabelITCbyBT-Book
    /KabelITCbyBT-Ultra
    /KarlaJohnson5CursiveSH
    /KarlaJohnson5RegularSH
    /KarlaJohnson6BoldCursiveSH
    /KarlaJohnson6BoldSH
    /KarlaJohnson7ExtraBoldCursiveSH
    /KarlaJohnson7ExtraBoldSH
    /KarlKhayyamSH
    /Karnack
    /Kartika
    /Kashmir
    /KaufmannBT-Bold
    /KaufmannBT-Regular
    /KeplerStd-Black
    /KeplerStd-BlackIt
    /KeplerStd-Bold
    /KeplerStd-BoldIt
    /KeplerStd-Italic
    /KeplerStd-Light
    /KeplerStd-LightIt
    /KeplerStd-Medium
    /KeplerStd-MediumIt
    /KeplerStd-Regular
    /KeplerStd-Semibold
    /KeplerStd-SemiboldIt
    /KeystrokeNormal
    /Kidnap
    /KidsPlain
    /Kindergarten
    /KinoMT
    /KissMeKissMeKissMe
    /KoalaPSMT
    /KorinnaITCbyBT-Bold
    /KorinnaITCbyBT-KursivBold
    /KorinnaITCbyBT-KursivRegular
    /KorinnaITCbyBT-Regular
    /KristenITC-Regular
    /Kristin
    /KunstlerScript
    /KyotoSong
    /LainieDaySH
    /LandscapePlanning
    /Lapidary333BT-Bold
    /Lapidary333BT-BoldItalic
    /Lapidary333BT-Italic
    /Lapidary333BT-Roman
    /Latha
    /LatinoPal3LightItalicSH
    /LatinoPal3LightSH
    /LatinoPal4ItalicSH
    /LatinoPal4RomanSH
    /LatinoPal5DemiItalicSH
    /LatinoPal5DemiSH
    /LatinoPal6BoldItalicSH
    /LatinoPal6BoldSH
    /LatinoPal7ExtraBoldSH
    /LatinoPal8BlackSH
    /LatinoPalCond4RomanSH
    /LatinoPalCond5DemiSH
    /LatinoPalCond6BoldSH
    /LatinoPalExptRomanSH
    /LatinoPalSwashSH
    /LatinWidD
    /LatinWide
    /LeeToscanini3LightSH
    /LeeToscanini5RegularSH
    /LeeToscanini7BoldSH
    /LeeToscanini9BlackSH
    /LeeToscaniniInlineSH
    /LetterGothic12PitchBT-Bold
    /LetterGothic12PitchBT-BoldItal
    /LetterGothic12PitchBT-Italic
    /LetterGothic12PitchBT-Roman
    /LetterGothic-Bold
    /LetterGothic-BoldItalic
    /LetterGothic-Italic
    /LetterGothicMT
    /LetterGothicMT-Bold
    /LetterGothicMT-BoldOblique
    /LetterGothicMT-Oblique
    /LetterGothic-Regular
    /LibrarianRegular
    /LinusPSMT
    /Lithograph-Bold
    /LithographLight
    /LongIsland
    /LubalinGraphMdITCTT
    /LucidaBright
    /LucidaBright-Demi
    /LucidaBright-DemiItalic
    /LucidaBright-Italic
    /LucidaCalligraphy-Italic
    /LucidaConsole
    /LucidaFax
    /LucidaFax-Demi
    /LucidaFax-DemiItalic
    /LucidaFax-Italic
    /LucidaHandwriting-Italic
    /LucidaSans
    /LucidaSans-Demi
    /LucidaSans-DemiItalic
    /LucidaSans-Italic
    /LucidaSans-Typewriter
    /LucidaSans-TypewriterBold
    /LucidaSansUnicode
    /LydianCursiveBT-Regular
    /Magneto-Bold
    /Mangal-Regular
    /Map-Symbols
    /MarcusHobbesSH
    /Mariah
    /Marigold
    /MaritaMedium-HMK
    /MaritaScript-HMK
    /Market
    /MartinMaxxieSH
    /MathTypeMed
    /MatisseITC-Regular
    /MaturaMTScriptCapitals
    /MaudeMeadSH
    /MemorandumPSMT
    /Metro
    /Metrostyle-Bold
    /MetrostyleExtended-Bold
    /MetrostyleExtended-Regular
    /Metrostyle-Regular
    /MicrogrammaD-BoldExte
    /MicrosoftSansSerif
    /MikePicassoSH
    /MiniPicsLilEdibles
    /MiniPicsLilFolks
    /MiniPicsLilStuff
    /MischstabPopanz
    /MisterEarlBT-Regular
    /Mistral
    /ModerneDemi
    /ModerneDemiOblique
    /ModerneOblique
    /ModerneRegular
    /Modern-Regular
    /MonaLisaRecutITC-Normal
    /Monospace821BT-Bold
    /Monospace821BT-BoldItalic
    /Monospace821BT-Italic
    /Monospace821BT-Roman
    /Monotxt
    /MonotypeCorsiva
    /MonotypeSorts
    /MorrisonMedium
    /MorseCode
    /MotorPSMT
    /MSAM10
    /MSLineDrawPSMT
    /MS-Mincho
    /MSOutlook
    /MSReference1
    /MSReference2
    /MTEX
    /MTEXB
    /MTEXH
    /MT-Extra
    /MTGU
    /MTGUB
    /MTLS
    /MTLSB
    /MTMI
    /MTMIB
    /MTMIH
    /MTMS
    /MTMSB
    /MTMUB
    /MTMUH
    /MTSY
    /MTSYB
    /MTSYH
    /MT-Symbol
    /MTSYN
    /Music
    /MVBoli
    /MysticalPSMT
    /NagHammadiLS
    /NealCurieRuledSH
    /NealCurieSH
    /NebraskaPSMT
    /Neuropol-Medium
    /NevisonCasD
    /NewMilleniumSchlbkBoldItalicSH
    /NewMilleniumSchlbkBoldSH
    /NewMilleniumSchlbkExptSH
    /NewMilleniumSchlbkItalicSH
    /NewMilleniumSchlbkRomanSH
    /News702BT-Bold
    /News702BT-Italic
    /News702BT-Roman
    /Newton
    /NewZuricaBold
    /NewZuricaItalic
    /NewZuricaRegular
    /NiagaraEngraved-Reg
    /NiagaraSolid-Reg
    /NigelSadeSH
    /Nirvana
    /NuptialBT-Regular
    /OCRAbyBT-Regular
    /OfficePlanning
    /OldCentury
    /OldEnglishTextMT
    /Onyx
    /OnyxBT-Regular
    /OpenSymbol
    /OttawaPSMT
    /OttoMasonSH
    /OzHandicraftBT-Roman
    /OzzieBlack-Italic
    /OzzieBlack-Regular
    /PalatiaBold
    /PalatiaItalic
    /PalatiaRegular
    /PalatinoLinotype-Bold
    /PalatinoLinotype-BoldItalic
    /PalatinoLinotype-Italic
    /PalatinoLinotype-Roman
    /PalmSpringsPSMT
    /Pamela
    /PanRoman
    /ParadisePSMT
    /ParagonPSMT
    /ParamountBold
    /ParamountItalic
    /ParamountRegular
    /Parchment-Regular
    /ParisianBT-Regular
    /ParkAvenueBT-Regular
    /Patrick
    /Patriot
    /PaulPutnamSH
    /PcEncodingLowerSH
    /PcEncodingSH
    /Pegasus
    /PenguinLightPSMT
    /PennSilvaSH
    /Percival
    /PerfectRegular
    /Pfn2BlackItalic
    /Phantom
    /PhilSimmonsSH
    /Pickwick
    /PipelinePlain
    /Playbill
    /PoorRichard-Regular
    /Poster
    /PosterBodoniBT-Italic
    /PosterBodoniBT-Roman
    /Pristina-Regular
    /Proxy1
    /Proxy2
    /Proxy3
    /Proxy4
    /Proxy5
    /Proxy6
    /Proxy7
    /Proxy8
    /Proxy9
    /Prx1
    /Prx2
    /Prx3
    /Prx4
    /Prx5
    /Prx6
    /Prx7
    /Prx8
    /Prx9
    /Pythagoras
    /Raavi
    /Ranegund
    /Ravie
    /Ribbon131BT-Bold
    /RMTMI
    /RMTMIB
    /RMTMIH
    /RMTMUB
    /RMTMUH
    /RobWebsterExtraBoldSH
    /Rockwell
    /Rockwell-Bold
    /Rockwell-ExtraBold
    /Rockwell-Italic
    /RomanC
    /RomanD
    /RomanS
    /RomanT
    /Romantic
    /RomanticBold
    /RomanticItalic
    /Sahara
    /SalTintorettoSH
    /SamBarberInitialsSH
    /SamPlimsollSH
    /SansSerif
    /SansSerifBold
    /SansSerifBoldOblique
    /SansSerifOblique
    /Sceptre
    /ScribbleRegular
    /ScriptC
    /ScriptHebrew
    /ScriptS
    /Semaphore
    /SerifaBT-Black
    /SerifaBT-Bold
    /SerifaBT-Italic
    /SerifaBT-Roman
    /SerifaBT-Thin
    /Sfn2Bold
    /Sfn3Italic
    /ShelleyAllegroBT-Regular
    /ShelleyVolanteBT-Regular
    /ShellyMarisSH
    /SherwoodRegular
    /ShlomoAleichemSH
    /ShotgunBT-Regular
    /ShowcardGothic-Reg
    /Shruti
    /SignatureRegular
    /Signboard
    /SignetRoundhandATT-Italic
    /SignetRoundhand-Italic
    /SignLanguage
    /Signs
    /Simplex
    /SissyRomeoSH
    /SlimStravinskySH
    /SnapITC-Regular
    /SnellBT-Bold
    /Socket
    /Sonate
    /SouvenirITCbyBT-Demi
    /SouvenirITCbyBT-DemiItalic
    /SouvenirITCbyBT-Light
    /SouvenirITCbyBT-LightItalic
    /SpruceByingtonSH
    /SPSFont1Medium
    /SPSFont2Medium
    /SPSFont3Medium
    /SpsFont4Medium
    /SPSFont4Medium
    /SPSFont5Normal
    /SPSScript
    /SRegular
    /Staccato222BT-Regular
    /StageCoachRegular
    /StandoutRegular
    /StarTrekNextBT-ExtraBold
    /StarTrekNextPiBT-Regular
    /SteamerRegular
    /Stencil
    /StencilBT-Regular
    /Stewardson
    /Stonehenge
    /StopD
    /Storybook
    /Strict
    /Strider-Regular
    /StuyvesantBT-Regular
    /StylusBT
    /StylusRegular
    /SubwayRegular
    /SueVermeer4LightItalicSH
    /SueVermeer4LightSH
    /SueVermeer5MedItalicSH
    /SueVermeer5MediumSH
    /SueVermeer6DemiItalicSH
    /SueVermeer6DemiSH
    /SueVermeer7BoldItalicSH
    /SueVermeer7BoldSH
    /SunYatsenSH
    /SuperFrench
    /SuzanneQuillSH
    /Swiss721-BlackObliqueSWA
    /Swiss721-BlackSWA
    /Swiss721BT-Black
    /Swiss721BT-BlackCondensed
    /Swiss721BT-BlackCondensedItalic
    /Swiss721BT-BlackExtended
    /Swiss721BT-BlackItalic
    /Swiss721BT-BlackOutline
    /Swiss721BT-Bold
    /Swiss721BT-BoldCondensed
    /Swiss721BT-BoldCondensedItalic
    /Swiss721BT-BoldCondensedOutline
    /Swiss721BT-BoldExtended
    /Swiss721BT-BoldItalic
    /Swiss721BT-BoldOutline
    /Swiss721BT-Italic
    /Swiss721BT-ItalicCondensed
    /Swiss721BT-Light
    /Swiss721BT-LightCondensed
    /Swiss721BT-LightCondensedItalic
    /Swiss721BT-LightExtended
    /Swiss721BT-LightItalic
    /Swiss721BT-Roman
    /Swiss721BT-RomanCondensed
    /Swiss721BT-RomanExtended
    /Swiss721BT-Thin
    /Swiss721-LightObliqueSWA
    /Swiss721-LightSWA
    /Swiss911BT-ExtraCompressed
    /Swiss921BT-RegularA
    /Syastro
    /Sylfaen
    /Symap
    /Symath
    /SymbolGreek
    /SymbolGreek-Bold
    /SymbolGreek-BoldItalic
    /SymbolGreek-Italic
    /SymbolGreekP
    /SymbolGreekP-Bold
    /SymbolGreekP-BoldItalic
    /SymbolGreekP-Italic
    /SymbolGreekPMono
    /SymbolMT
    /SymbolProportionalBT-Regular
    /SymbolsAPlentySH
    /Symeteo
    /Symusic
    /Tahoma
    /Tahoma-Bold
    /TahomaItalic
    /TamFlanahanSH
    /Technic
    /TechnicalItalic
    /TechnicalPlain
    /TechnicBold
    /TechnicLite
    /Tekton-Bold
    /Teletype
    /TempsExptBoldSH
    /TempsExptItalicSH
    /TempsExptRomanSH
    /TempsSwashSH
    /TempusSansITC
    /TessHoustonSH
    /TexCatlinObliqueSH
    /TexCatlinSH
    /Thrust
    /Times-Bold
    /Times-BoldItalic
    /Times-BoldOblique
    /Times-ExtraBold
    /Times-Italic
    /TimesNewRomanMT-ExtraBold
    /TimesNewRomanPS-BoldItalicMT
    /TimesNewRomanPS-BoldMT
    /TimesNewRomanPS-ItalicMT
    /TimesNewRomanPSMT
    /Times-Oblique
    /Times-Roman
    /Times-Semibold
    /Times-SemiboldItalic
    /TimesUnic-Bold
    /TimesUnic-BoldItalic
    /TimesUnic-Italic
    /TimesUnic-Regular
    /TonyWhiteSH
    /TransCyrillic
    /TransCyrillic-Bold
    /TransCyrillic-BoldItalic
    /TransCyrillic-Italic
    /Transistor
    /Transitional521BT-BoldA
    /Transitional521BT-CursiveA
    /Transitional521BT-RomanA
    /TranslitLS
    /TranslitLS-Bold
    /TranslitLS-BoldItalic
    /TranslitLS-Italic
    /TransRoman
    /TransRoman-Bold
    /TransRoman-BoldItalic
    /TransRoman-Italic
    /TransSlavic
    /TransSlavic-Bold
    /TransSlavic-BoldItalic
    /TransSlavic-Italic
    /Trebuchet-BoldItalic
    /TrebuchetMS
    /TrebuchetMS-Bold
    /TrebuchetMS-Italic
    /TribuneBold
    /TribuneItalic
    /TribuneRegular
    /Tristan
    /TrotsLight-HMK
    /TrotsMedium-HMK
    /TubularRegular
    /Tunga-Regular
    /Txt
    /TypoUprightBT-Regular
    /UmbraBT-Regular
    /UmbrellaPSMT
    /UncialLS
    /Unicorn
    /UnicornPSMT
    /Univers
    /UniversalMath1BT-Regular
    /Univers-Bold
    /Univers-BoldItalic
    /UniversCondensed
    /UniversCondensed-Bold
    /UniversCondensed-BoldItalic
    /UniversCondensed-Italic
    /UniversCondensed-Medium
    /UniversCondensed-MediumItalic
    /Univers-CondensedOblique
    /UniversExtended-Bold
    /UniversExtended-BoldItalic
    /UniversExtended-Medium
    /UniversExtended-MediumItalic
    /Univers-Italic
    /UniversityRomanBT-Regular
    /UniversLightCondensed-Italic
    /UniversLightCondensed-Regular
    /Univers-Medium
    /Univers-MediumItalic
    /URWWoodTypD
    /USABlackPSMT
    /USALightPSMT
    /Vagabond
    /Venetian301BT-Demi
    /Venetian301BT-DemiItalic
    /Venetian301BT-Italic
    /Venetian301BT-Roman
    /Verdana
    /Verdana-Bold
    /Verdana-BoldItalic
    /Verdana-Italic
    /VinerHandITC
    /VinetaBT-Regular
    /Vivaldii
    /VladimirScript
    /VoguePSMT
    /Vrinda
    /WaldoIconsNormalA
    /WaltHarringtonSH
    /Webdings
    /Weiland
    /WesHollidaySH
    /Wingdings-Regular
    /WP-HebrewDavid
    /XavierPlatoSH
    /YuriKaySH
    /ZapfChanceryITCbyBT-Bold
    /ZapfChanceryITCbyBT-Medium
    /ZapfDingbatsITCbyBT-Regular
    /ZapfElliptical711BT-Bold
    /ZapfElliptical711BT-BoldItalic
    /ZapfElliptical711BT-Italic
    /ZapfElliptical711BT-Roman
    /ZapfHumanist601BT-Bold
    /ZapfHumanist601BT-BoldItalic
    /ZapfHumanist601BT-Italic
    /ZapfHumanist601BT-Roman
    /ZappedChancellorMedItalicSH
    /ZurichBT-BlackExtended
    /ZurichBT-Bold
    /ZurichBT-BoldCondensed
    /ZurichBT-BoldCondensedItalic
    /ZurichBT-BoldItalic
    /ZurichBT-ExtraCondensed
    /ZurichBT-Italic
    /ZurichBT-ItalicCondensed
    /ZurichBT-Light
    /ZurichBT-LightCondensed
    /ZurichBT-Roman
    /ZurichBT-RomanCondensed
    /ZurichBT-RomanExtended
    /ZurichBT-UltraBlackExtended
    /ZWAdobeF
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 150
  /ColorImageDepth -1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages false
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /ColorImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 150
  /GrayImageDepth -1
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 600
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputCondition ()
  /PDFXRegistryName (http://www.color.org?)
  /PDFXTrapped /False

  /SyntheticBoldness 1.000000
  /Description <<
    /DEU <>
    /ENU <>
  >>
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [2834.646 2834.646]
>> setpagedevice


